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Complementary metal-oxide-semiconductors (CMOS) active pixel sensors (APS) have been introduced
recently in many scientiﬁc applications. This work reports on the performance (in terms of signal and
noise transfer) of an X-ray detector that uses a novel CMOS APS which was developed for medical X-ray
imaging applications. For a full evaluation of the detector’s performance, electro-optical and X-ray
characterizations were carried out. The former included measuring read noise, full well capacity and
dynamic range. The latter, which included measuring X-ray sensitivity, presampling modulation
transfer function (pMTF), noise power spectrum (NPS) and the resulting detective quantum efﬁciency
(DQE), was assessed under three beam qualities (28 kV, 50 kV (RQA3) and 70 kV (RQA5) using W/Al) all
in accordance with the IEC standard. The detector features an in-pixel option for switching the full well
capacity between two distinct modes, high full well (HFW) and low full well (LFW). Two structured
CsI:Tl scintillators of different thickness (a ‘‘thin’’ one for high resolution and a thicker one for high light
efﬁciency) were optically coupled to the sensor array to optimize the performance of the system for
different medical applications. The electro-optical performance evaluation of the sensor results in
relatively high read noise (360 e), high full well capacity (1.5106 e) and wide dynamic range
(73 dB) under HFW mode operation. When the LFW mode is used, the read noise is lower (165) at
the expense of a reduced full well capacity (0.5106 e) and dynamic range (69 dB). The
maximum DQE values at low frequencies (i.e. 0.5 lp/mm) are high for both HFW (0.69 for 28 kV, 0.71
for 50 kV and 0.75 for 70 kV) and LFW (0.69 for 28 kV and 0.7 for 50 kV) modes. The X-ray performance
of the studied detector compares well to that of other mammography and general radiography systems,
obtained under similar experimental conditions. This demonstrates the suitability of the detector for
both mammography and general radiography, with the use of appropriate scintillators. The high DQE
values obtained under low mammographic exposures (up to 0.65 for 22.3 mGy) matches the demand for
high detectability in imaging of the dense breast.
& 2012 Elsevier B.V. All rights reserved.1. Introduction
Complementary metal-oxide-semiconductors (CMOS) active
pixel sensors (APS) have been introduced recently in medical
X-ray imaging [1–5]. These sensors integrate the signal and
operate by resetting the photoelement (usually a photodiode) in
each pixel, allowing charge to accumulate and ﬁnally sensing the
charge value. The term ‘‘active’’ indicates, at the minimum, the
presence of a source follower transistor in each pixel, which
buffers and/or ampliﬁes the accumulated signal [6]. Therefore, thell rights reserved.
c.uk,signal is transferred onto a common readout bus as voltage rather
than charge, improving the sensor’s signal-to-noise ratio (SNR)
and readout speed.
In the last twenty years charged coupled devices (CCD) and
active matrix ﬂat panel imagers (AMFPI; also known as thin ﬁlm
transistors (TFT)) have been the workhorse in medical X-ray
imaging [7–12]. However, the production cost of CCDs is high
and their active area is limited to about 4 cm2 [13]. Therefore, it is
often necessary to demagnify the image from the scintillator to
allow coverage of the required X-ray ﬁeld size in the patient.
There are three ways to demagnify the light signal: using optical
lenses, ﬁber optic tapers (FOT), or electron-optic coupling [11].
However, this demagniﬁcation stage increases the quantum sink
by imposing stricter requirements on light propagation in order to
keep image quality within acceptable levels [14]. CCDs are also
susceptible to radiation damage [15,16]. These are the main
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of choice in mammography and general radiography. AMFPIs are
high-performing detectors; however, margins of improvements
may still exist in some areas. For example, in tomosynthesis and
ﬂuoroscopy, where limitations on patient dose impose a small
exposure per frame, reduced detection quantum efﬁciency (DQE)
at low exposure levels has been reported for AMFPIs by some
authors [17–19]. This has been attributed primarily to high read
noise due to the use of passive pixels [20–22]. Other authors have
reported problems related to image lag, ghosting and baseline
drifts [23,24]. These however will not be investigated in the
present paper, which deals primarily with electro-optical and
X-ray characterization, and might be the subject of future
investigations.
CMOS sensors have the potential for low-cost mass production
and low power consumption which could offer an alternative.
Stitching and tiling technologies can be used to obtain large area
sensors suitable for medical X-ray applications [22,25,26]. Radia-
tion tolerant CMOS sensors have already been presented [27,28].
Moreover, CMOS sensors offer very fast image acquisition [29,30]
and low read noise at high-frame-rates due to column parallel
read out [16]. Finally, the CMOS APS features lower read noise
than passive pixel sensors (PPS) [5,13] due to the presence of the
source follower in each pixel.
The X-ray detector under investigation consists of a photo-
diode array with a 75 mm pixel pitch, and it has been developed
primarily for medical X-ray imaging applications [31]. The detec-
tor is capable of multi-resolution readout with pixels binned
12, 22, 14, 24 and 44 allowing the frame rate to range
from 26 frames per second (fps) at full resolution, to 86 fps in
44 binning mode over the entire active area. Also, this detector
features an option for switching the full well capacity between
two separate levels, named high full well (HFW) and low full well
(LFW) modes. This paper evaluates both the electro-optical and
X-ray performance of the detector. The electro-optical perfor-
mance, which includes read noise, full well capacity and dynamic
range, has been evaluated using mean-variance (MV) analysis.
The X-ray performance has been quantiﬁed under three beam
qualities all in accordance with the IEC standard [32,33], using
metrics such as X-ray sensitivity, presampling modulation trans-
fer function (pMTF), noise power spectrum (NPS) and detective
quantum efﬁciency (DQE). These measurements were performed
under mammographic and general radiography conditions.2. Materials and methods
2.1. The CMOS X-ray detector developed by Dexela
The CMOS X-ray detector developed by Dexela Limited (a
PerkinElmer company). The basic design of the pixel is based on
the standard APS architecture [29,34]. However, each pixel con-
tains an extra feature, i.e. an option for switching the full well
capacity of the pixel between two separate modes, namely high
full well (HFW) and low full well (LFW). This feature is operated
globally across the whole active area and statically. The LFW
mode has lower read noise in both unbinned and binned modes.
This increases the detector sensitivity at low Air Kerma (Ka) levels.
In other words, the LFW mode has lower full well capacity but is
more sensitive. It has been designed for high DQE values at low
Ka levels [31].
The typical active area of a single sensor module at full
resolution (pixel pitch equal to 75 mm) is 19441536 pixels, i.e.
11.514.5 cm2. Each sensor has six parallel readout channels
using stitching technology [22,25,26]. Sensors can be tiled in atwo dimensional (2D) array to obtain larger ﬁelds of view suitable
for a variety of medical applications. The X-ray detector under
investigation is a 22 array (38883072 pixels) with an overall
area of 2923 cm2, and is intended for use in mammography,
breast tomosynthesis, cone beam computed tomography (CBCT)
and ﬂuoroscopy. The binning capability allows a trade-off
between spatial and temporal resolutions. The 75 mm pixel
resolution allows a frame rate of 26 fps, while the 300 mm
resolution (44 binning mode) corresponds to a maximum rate
of 86 fps which is suitable for dynamic applications.2.2. Electro-optical performance evaluation
2.2.1. Sensor performance parameters
Electro-optical performance evaluation was used to character-
ize the main performance parameters of the sensor alone. These
parameters are conversion gain, decomposition of the three main
noise sources (read, shot and ﬁxed pattern noise), full well
capacity and dynamic range [7]. Read noise is deﬁned as any
noise source that is not a function of signal. It includes any noise
sources independent from the signal level, such as pixel source
follower noise, sense node reset noise, thermal dark current shot
noise, dark current ﬁxed pattern noise (FPN), ADC quantizing
noise, offset FPN and system noise. Shot (or primary quantum)
noise arises from the Poisson distribution of the interacting
optical photons, and is therefore equal to the square root of the
signal at each speciﬁc level. Fixed pattern (or structure) noise is
correlated noise because its pattern remains the same in repeated
frames taken with the same detector. The ﬁrst two types of noise
have a temporal nature, while FPN is spatial. The gain FPN of a
CMOS sensor describes the spatially ﬁxed variations in the gain
across the sensor. More speciﬁcally, it is related to pixel-to-pixel
and column-to-column non uniformities, due to differences in
sensitivity and the transistor’s gain inside each pixel and differ-
ences in the gain of columns ampliﬁers, respectively [35]. The
magnitude of the gain FPN is proportional to the signal level.
Since gain FPN is not a stochastic noise contribution it needs to be
removed to calculate the intrinsic SNR of the detector. All these
noise contributions can be expressed in electrons root mean
square (r.m.s.). The full well capacity shows the maximum
electron charge that the photodiode’s sense node inside each
pixel can accommodate. Above this charge level saturation occurs.
The dynamic range is deﬁned by the largest signal (full well
capacity of the photodiode) divided by the smallest possible
signal (read noise) the detector can read.2.2.2. Extraction of the electro-optical performance parameters
The conversion gain allows representing the detector’s perfor-
mance parameters in absolute units (electrons), instead of the
relative digital numbers (DN) given as output by the detector. The
extraction of the conversion gain by means of the mean-variance
(MV) analysis has been described in detail elsewhere [7,36,37],
and it can be expressed as
s2S ¼ GSþs2R ð1Þ
where s2RðDN2Þ is the signal-independent read noise, s2S ðDN2Þ is
the total measured temporal noise (including both signal-inde-
pendent and signal dependent noises) at a given average signal
level SðDNÞ and G is the conversion gain (in DN/e). Plotting
s2S ðDN2Þ against SðDNÞ results in an MV graph. The slope of the
graph provides G(DN/e), while the intercept gives s2RðDN2Þ.
Therefore, the sensor conversion gain K(e/DN) (which is the
inverse of G) can be extracted from this curve. The data for the
MV graph are determined from N frames measured at a number of
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To calculate the total measured temporal noise, the temporal
variation of each pixel around its average value (over N frames) is
calculated. Then, a 2D matrix with s2S ðx,yÞ is created. The spatial
average over x rows and y columns results in s2S ðDN2Þ.
The electro-optical characterization was separately applied to
each of the six parallel readout channels (1944256 pixels each)
of each sensor to extract all parameters described above, which
are slightly different for each channel. In this study x was equal to
975 rows and y to 254 columns, respectively. The results were
then combined (i.e. simply averaged) to obtain the average
electro-optical parameters of the four sensors forming the X-ray
detector. The read noise is given by the product of the r.m.s. dark
noise (in DN) with the conversion gain, i.e. sR(e)¼K(e/
DN)sD(DN). The full well capacity is given by the product of the
overall signal level at which the maximum variance occurs
(without subtracting the dark level) multiplied by the conversion
gain, i.e. FWðeÞ ¼ Kðe=DNÞSmaxðDNÞ. The dynamic range is
extracted from the combination of read noise and full well
capacity as DRðeÞ ¼ 20 log FWðeÞ=sRðeÞ
 
. To obtain the images
used for the MV analysis, the sensor was uniformly illuminated
with a light emitting diode (LED) with a peak wavelength at
530 nm (green light) and full width at half maximum (FWHM) of
20 nm. In each readout channel the used ROI covered the half
(25–75%) vertical area to achieve an estimated light non-unifor-
mity of less than 7%. The total light non-uniformity on each
sensor (i.e. including all six parallel readout channels) was less
than 11%. To achieve different signal levels, the pulse times of the
LED were varied (between 0.1–12 ms and 0.1–3.5 ms in the HFW
and LFW modes, respectively). Finally, error propagation was
used to estimate the accuracy of all results.
2.3. X-ray performance evaluation
2.3.1. Beam quality
The X-ray performance evaluation was carried out using two
Tungsten anode (W) X-ray tubes, the Varian RAD-70 for mammo-
graphy and the Philips SRO 33/100 for general radiography. Three
beam qualities were used to cover a range of different medical
applications: 28 kV for mammography and 50 kV (RQA3) and
70 kV (RQA5) for general radiography according to the IEC
standard [32,33]. Aluminum (Al) ﬁltration was added externally
to simulate the breast and parts of the human body respectively
according to the speciﬁed beam qualities in both cases. The
thickness of the Al ﬁltration thickness was adjusted (2.3 mm
(99.999% pure), 7.9 mm and 21.6 mm Al (99.99% pure)[38]) to
reach the required half value layers (HVL) for each beam quality
within 3% accuracy. The measurements of the HVLs were made
using thin Al foils with 99% purity [39] and a calibrated ion
chamber (KEITHLEY 35050A Dosimeter). According to Samei [40]
RQA3 is suitable in neonatal and pediatric extremities imaging,Table 1
Values related to the used beam qualities.
Parameter Beam quality (Mammo) Beam q
Anode/ﬁltration combination W/Al W/Al
IEC nominal tube voltage 28 50
Tube voltage 28 50
IEC added ﬁltration 2.0 10.0
Experimental added ﬁltration 2.3 7.9
IEC HVL 0.83 4.0
Measured HVL 0.82 4.0
IEC F/Ka 6575 21,759
SPEKTR F/Ka 7009 22,572while RQA5 is commonly used to image extremities, head and
shoulder in adults. Inserting the used kV/HVL combination into a
spectrum simulator software (Spektr) enabled the estimation of
the ﬂuence per exposure ratio (F/Ka) [41] (or ideal SNR2 input per
Ka), which is required by the DQE calculation. Spektr is a MATLAB
based graphical user interface (GUI) [42] which adapts the
TASMIP algorithm of Boone and Seibert [43]. Table 1 shows the
required, measured and estimated values of the beams used.
2.3.2. X-ray converters
The CMOS APS sensor was optically coupled to two different
Thallium-activated structured Cesium Iodide (CsI:Tl) scintillators,
the choice of which depended on the beam quality used. Due to
the light-guiding effect in the scintillator, this type of scintillator
preserves good spatial resolution at the increased scintillator
thickness necessary for appropriate X-ray stopping power [44].
A ﬁber optic plate (FOP) was attached to the sensor’s surface to
eliminate the direct absorption of X-rays in the sensor. According
to Flynn et al. [45], a directly detected X-ray photon produces
large charge, in the order of 4700 e for a 17 keV X-ray absorbed
in Si. Hence, about 200 X-rays are sufﬁcient to saturate an imager
with one million e full well capacity, and result in signiﬁcant
quantum noise. A thin high resolution (HR) scintillator was used
at 28 kV to preserve the spatial resolution while a thicker high
light (HL) output scintillator was employed at higher energies to
account for the higher penetration of the X-ray beam. The X-ray
detection from a scintillator, described by the parameters quan-
tum detection efﬁciency (QDE) and the energy absorption efﬁ-
ciency (EAE), depends on the energy of the incident X-ray
photons, the material and thickness of the scintillator [46].
2.3.3. X-ray sensitivity
The X-ray sensitivity of the detector for each beam quality was
expressed through the signal transfer property (STP), which is
expressed as the average output in DN for a given Ka value. The
average DN was calculated from the total pixel area used for the
NNPS analysis (see below) from each frame over 5 frames. The
images were dark ﬁeld subtracted and ﬂat ﬁeld corrected to apply
gain and offset correction. The Ka was measured with a calibrated
ion chamber (KEITHLEY 35050A Dosimeter). Finally, a linear
regression ﬁt was applied to assess the linearity of the sensor in
each case.
2.3.4. Presampling modulation transfer function (pMTF)
The pMTF describes the contrast reduction of the different
spatial frequencies that compose the image, and it is used to
quantify the resolution of an imaging system. It shows how
efﬁciently an input signal is transferred to the output at each
spatial frequency. For the determination of the pMTF, the edge
technique [47] was used according to the IEC standard. An opaque,
polished edge test object (W foil, 1 mm thick, 99.95% pure [48])uality 3 (RQA3) Beam quality 4 (RQA5) Units
W/Al
70 kV
70 kV
21.0 mm Al
21.6 mm Al
7.1 mm Al
7.1 mm Al
30,174 X-rays/mGy/mm2
30,608 X-rays/mGy/mm2
A.C. Konstantinidis et al. / Nuclear Instruments and Methods in Physics Research A 689 (2012) 12–21 15was placed at a shallow angle a (1.51–31) with respect to the
detector pixel rows and columns. The angle at which the edge was
positioned with respect to the detector pixels rows or columns
was estimated using the linear regression technique [49,50]. The
pixel values of the corrected data of seven consecutive lines
(i.e. rows or columns depending on the edge’s orientation)
centrally located across the edge were then used to generate
seven oversampled edge proﬁles or edge spread functions (ESF). It
was found that seven ESF curves are sufﬁcient to reduce the
statistical noise and simultaneously cover both the dark and white
areas of the edge test image. The central ESF was detected
automatically and the adjacent six ESF curves (three at each side)
were selected accordingly. More than one ESF curves (i.e. seven in
our case) were combined to reduce the statistical noise. An ESF
was selected as the reference one, and the remaining six shifted
laterally until the position overlapping most closely the reference
one was reached. Two methods can be applied to optimize this
lateral shift. The ﬁrst one is to compare the correlation coefﬁcient
between each shifted ESF and the reference one, and select the line
at which the maximum correlation is achieved. However, thisFig. 1. A representation of the MTF calculation process – (a) oversampled ESF curv
(d) oversampled LSF.method can be affected by defective pixels or lines leading to
erroneous shift estimation. The second method uses the equation
N¼ roundð1=tan aÞ to calculate the number of lines N necessary
for the edge to shift laterally by 1 pixel [32,33,51]. Both methods
were tested in each case, and the one providing the highest
correlation between the shifted ESF curves was used to calculate
the average oversampled ESF. The sampling distance in the over-
sampled ESF is assumed to be constant, and is given by the pixel
pitch Dx divided by N. The oversampled ESF was then differen-
tiated to get the oversampled line spread function (LSF). Fig. 1
shows an example of the various steps from the oversampled ESF
curves to the LSF. It may be observed that the noise on the right
part of the LSF is higher. This happens because it scales with the
signal.
The MTF was obtained from the modulus of the fast Fourier
transform (FFT) of the oversampled LSF. The MTF was normalized
to one at zero frequency, and then calculated until the Nyquist
frequency (FNyq) to avoid noise aliasing effects, leading to pre-
sampling MTF (pMTF). In accordance with the IEC standard, the
horizontal and vertical pMTFs have been calculated by binninges, (b) shifted oversampled ESF curves, (c) average oversample ESF curve, and
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around the spatial frequencies from 0.5 to FNyq with an interval of
0.5 lp/mm. fint is obtained as 0.01/Dx(mm) [32,33]. Finally, the
average (over the edge’s orientation) pMTF was calculated. A
second order polynomial ﬁt correction was applied on the edge
test images to remove low frequency (background) trends arising
from the X-ray ﬁeld’s non-uniformity (e.g. heel effect, etc.) that
could distort the MTF at low frequencies [32,33].
2.3.5. Noise power spectrum (NPS)
The NPS describes the spectral decomposition of the noise
variance in an image as a function of spatial frequency, thus
expressing the noise transfer. Flat ﬁeld images were acquired to
calculate the noise. Offset and gain corrections were applied to
the ﬂat images to remove the dark offset and minimize gain
variations between different pixels (i.e. to remove the gain FPN).
The NPS was then calculated by applying a 2D algorithm to a
corrected ﬂat ﬁeld image according to the IEC standard. First,
overlapping regions of interest (ROI) of 256256 pixels were
taken from a central area of the image. At least four million
independent image pixels are required for an accuracy of 5% for
the 2D NPS [32,33], and therefore a number of ﬂat ﬁeld images
sufﬁcient to meet this criterion was used. The entire detector was
irradiated during the acquisition of ﬂat ﬁeld images. Each cap-
tured image was corrected for the presence of background trends
(e.g. heel effect) by ﬁtting a second order polynomial and
subtracting the ﬁtted 2D function S(x, y) from the ﬂat ﬁeld image
I(x, y). This second order polynomial de-trending corrected the
NPS at frequencies lower than 1 lp/mm [32,33,46]. The average
2D NPS has then been calculated by applying the following
equation [32,33,46]:
NPSðu,vÞ ¼ DxDy
MNxNy
XM
m ¼ 1
FFT Iðxi,yiÞSðxi,yiÞ
  2 ð2Þ
where u and v are the spatial frequencies corresponding to x and
y, Dx and Dy are the x and y pixel pitches, Nx and Ny express the
ROI size in pixels in the x and y directions (256 according to the
IEC), M is the number of ROIs used in the ensemble average, and
FFT denotes the fast Fourier transform operation.
In order to use the NPS for the DQE calculation, one dimen-
sional (1D) proﬁles were extracted from the 2D NPS. Data from
seven rows and seven columns on both sides of the corresponding
axis (a total of 14), omitting the axis itself, were averaged,
resulting in the horizontal and vertical 1D NPS. The axes were
omitted because they are susceptible to any remnant column- or
row-wise gain FPN. Each data point was associated to a speciﬁc
spatial frequency by means of the equation f ¼
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
u2þv2
p
. As done
when calculating the MTF, smoothing was obtained by averaging
the data points within the 14 rows and columns that fall in a
frequency interval of fint around the spatial frequencies from
0.5 to FNyq with an interval of 0.5 lp/mm (see Section 2.3.4)
[32,33,46].
The horizontal and vertical NPS(f) were then divided by the
(large area signal)2 to obtain the normalized NPS (NNPS),
expressed in terms of relative input exposure ﬂuctuation
[46,52]. The term ‘‘large area signal’’ was taken to be the mean
DN in the image for each particular dose: this can be obtained
from the STP (after offset and gain corrections). Finally, the
horizontal and vertical 1D NNPS were combined to calculate the
average 1D NNPS.
2.3.6. Detective quantum efﬁciency (DQE)
The DQE expresses the ability of the detector to transfer the
SNR from its input to its output. It quantiﬁes the fraction of input
X-ray quanta used to create an image at each spatial frequencyand describes the ability of a particular system to effectively use
the available input quanta. Practically, it can be calculated from
the following equation [32,33,46]:
DQEðf Þ ¼ SNR
2
out
SNR2in
¼ MTF
2ðf Þ
F
Ka
UKaUNNPSðf Þ
ð3Þ
The IEC standard assumes that an ideal detector behaves as an
ideal photon counter [47]. Therefore, the ﬂuence per exposure
ratio F/Ka for each beam quality was calculated according to the
following equation [42,46,47,53]:
F
Ka
¼
Z kV
0
FnormðEÞ
WQ
ðmenðEÞr ÞairEe 108
dE ð4Þ
where Fnorm(E) is the normalized spectrum, W (or W-value) is
expressed in units of eV per ion pair (eV/i.p.) and the best current
value for X-rays in dry air is 33.97 eV/i.p., Q is the charge liberated
in air by one R (2.58104 C/kg/R) and e is the electronic charge
(1.60221019 C). The detector studied is an energy integrating
detector, so an energy-weighted calculation of the F/Ka would be
more realistic. However, Samei and Flynn [47] found that for
RQA5 beam quality (74 kV) the difference between the energy-
weighed and photon-counting approximations is less than 3%.
This difference is even smaller for lower kV spectra.
The product (F/Ka) Ka corresponds to the SNR2 input due to
the Poisson distribution of the input quanta. Therefore, the SNR2
output is calculated from the ratio between MTF2 and NNPS. An
ideal imaging system would be characterized by a DQE equal to
one at all spatial frequencies. In practice, there is always a
departure from this behavior and the DQE decreases gradually
with increasing spatial frequencies. This occurs due to the
decreased signal transfer (pMTF) and the increased effect of the
noise as a function of spatial frequency [54].
At low Ka levels the electronic noise (read noise and dark
current) is comparable to the signal produced by the X-ray
quanta, and may therefore have a strong effect on the overall
noise (NNPS), decreasing the DQE. At this low signal level the
system is deﬁned as electronic noise limited. Also, at this level the
DQE could be decreased in case of secondary quantum sink, i.e.
the situation in which the number of secondary visible photons
collected and detected per input X-ray photons is less than unity
[45]. However this problem can usually be solved by adjusting the
gain and the collection efﬁciency [55]. As the Ka level increases,
this effect decreases and the DQE increases. Finally, at high signal
levels this effect is negligible and the DQE reaches a maximum. At
this level the system is quantum limited, as the performance is
practically limited only by the quantum noise. One of the few
cases in which the DQE may decrease at high signal levels is when
there is a substantial level of gain FPN, the amplitude of which
increases linearly with the signal, and therefore becomes pre-
dominant at high dose [56]. However, appropriate gain and offset
corrections are normally sufﬁcient to eliminate this effect.
All data analysis for both electro-optical and X-ray perfor-
mance evaluation was made using custom software written in
MATLAB version 7.10 (The MathWorks, Natick, MA, USA).3. Results and discussions
3.1. Electro-optical evaluation
Fig. 2 shows representative MV curves for the CMOS APS in the
HFW and LFW mode, respectively. The measurements were made
using the full resolution mode of the sensor. x and y axes
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the r.m.s. noise, respectively. It can be seen that the LFW mode
results in higher shot noise at a given signal level, which
according to (1) corresponds to lower conversion gain K(e/DN).
A preliminary analysis of this ﬁgure shows that the full well
capacity of the photodiode (i.e. the point corresponding to the
maximum shot noise) is about 13,200 DN in the HFW and 11,800
DN in the LFW. However, this comparison is made in relative
units (DN) rather than absolute ones (e). A proper comparison in
terms of electrons is made in Table 2. This table shows the
performance parameters of the six readout channels (operated
in HFWmode) forming a CMOS sensor. After the full well capacity
saturation occurs and the noise decreases because any additional
signal spills over into surrounding pixels resulting in noise
averaging. This happens because the photodiode cannot hold
any additional electron charge.
Table 3 provides the overall performance parameters of the
four sensors forming the X-ray detector. The results demonstrate
the performance of the detector in both HFW and LFWmodes. The
conversion gain can be changed at the pixel level by switchingTable 2
The performance parameters of the six readout channels (operated in HFW mode) form
Parameter Chan. 1 Chan. 2 Chan. 3 C
K (e/DN) 119.270.9 120.872.0 119.772.3 1
Read noise (e) 366.272.6 367.876.2 363.177.0 3
Full well capacity
(e)
(1.5870.01)106 (1.5970.03)106 (1.5670.03)106
Dynamic range (dB) 72.770.2 72.770.5 72.770.5
Fig. 2. Representative MV curves for HFW and LFW modes.
Table 3
Summary of the performance parameters of the four sensors formi
Parameter (11 mode) HFW mode
Conversion gain K 119.672.9
Read noise 361.978.7
Full well capacity (1.5770.04)106
Dynamic range 72.870.7from one mode to the other. This operation is performed globally
and statically. In particular, switching from LFW to HFW mode
corresponds to a 3-fold gain increase. This option enables a choice
between low read noise at a lower (by a factor of three) dynamic
range, or higher dynamic range with a reduced noise performance
[57]. In other words, LFWmode is suitable for low Ka levels, where
the electronic noise dominates, while HFW is best suited for
higher exposure levels.3.2. X-ray performance evaluation
3.2.1. X-ray sensitivity
Fig. 3 shows STP curves of the detector obtained by plotting
the mean pixel value (DN) as a function of Ka at 28, 52 and 70 kV.
The signal transfer of the detector was found to be reasonably
linear with coefﬁcients of determination (R2) greater than 0.998
in all cases. It can be seen that the detector saturates at much
lower Ka level when operating at the LFWmode, due to the higher
conversion gain.
The mammographic exposure range (at detector’s surface)
used for the X-ray characterization of the detector was from
22.6 to 138.6 mGy in the HFW mode. Ranges normally found in
the literature are of 100–120 mGy [46,58–60]. The IEC 62220-1-2
[32] recommends that for a complete characterization of an X-ray
digital detector the exposure range should be at least between
half and twice the ‘‘reference’’ level. The exposure level in the
LFW mode was 22.6–44.7 mGy. The average detector Ka for
general radiography is around 2.5 mGy [46,58–60]. The corre-
sponding IEC standard [33] recommends that the exposure range
should be at least between 1/3.2 and 3.2 times the normal
level (i.e. from 0.8 to 8 mGy). We chose a wider exposure range
(0.26–12.31 mGy) using HFW mode to exploit the performance of
the detector within the exposure range used for general radio-
graphy [46]. A comparison between the STP curves of the
detectors over the three energies (28, 52 and 70 kV) shows that
the slope increases as a function of energy. This implies an
increase of the output signal (in DN) per unit Ka as the mean
X-ray energy increases. According to Marshall [61], this happens
mainly due to three reasons. First, the number of X-rays per unit
Ka per unit area (i.e. the F/Ka parameter) increases as the mean
X-ray energy increases up to around 60 keV [46]. Therefore moreing a CMOS sensor.
han. 4 Chan. 5 Chan. 6 Average
20.271.1 119.072.5 119.673.0 119.772.1
64.773.4 352.177.5 356.678.9 361.776.3
(1.6270.02)106 (1.5270.03)106 (1.5970.04)106 (1.5870.03)106
72.970.3 72.770.6 73.070.7 72.870.5
ng the X-ray detector.
LFW mode Units
38.870.6 e/DN
164.972.6 e
(4.5870.07)105 e
68.970.4 dB
Fig. 3. STP curves with ﬁtting function equations displayed at (a) 28 kV and (b) 52 kV and 70 kV.
Fig. 4. Average pMTFs at 28, 50 and 70 kV using two thicknesses of CsI:Tl
scintillator.
A.C. Konstantinidis et al. / Nuclear Instruments and Methods in Physics Research A 689 (2012) 12–2118X-rays that are signal carriers are impinging the scintillator per
unit Ka. Secondly, more secondary quanta (light photons for
scintillators and electronic charge for photoconductors) are gen-
erated assuming a ﬁxed conversion efﬁciency (i.e. light yield for
scintillator). Finally, there is a depth effect, which can be
explained as follows. As the mean energy increases the beam
becomes more penetrating, so the interacting X-rays are absorbed
at deeper points within the scintillator, closer to the digital
sensor. Hence, the created optical photons are reabsorbed less
from the scintillator. This increases their collection efﬁciency
from the digital sensor.3.2.2. Spatial resolution (signal transfer)
Fig. 4 illustrates the pMTF curves at different energies. For
mammographic conditions, the detector’s pMTF reaches 50% at
about 3.3 lp/mm for the 28 kV beam quality. At higher energies,
the use of the thicker scintillator results in a trade-off between
X-ray sensitivity and resolution compared to the thin one. The
decreased resolution can clearly be appreciated in the ﬁgure. Both
beam qualities result in almost identical resolution. The pMTF
reaches 50% at 1.2 lp/mm for 50 kV and 70 kV. These values are in
good agreement with the results of the pMTF measurements onsimilar systems previously reported in the literature [62–65]
(see Table 4). The pMTF at 28 kV has a moderate residual value
(around 20%) at the Nyquist frequency, which is in our case 6.7 lp/
mm. Thus, an amount of high-frequency signal beyond the
Nyquist frequency (i.e. spatial size less than 150 mm) may be
aliased by the detector [56]. Aliasing is reduced when the thick
(HL) scintillator is used, due to the decreased resolution (10%
pMTF level at around 4.5 lp/mm). All pMTF curves were calcu-
lated from edge test images acquired at approximately half
saturation levels. According to the literature [40] the sharpness
of digital detectors is usually not dependent on exposure. How-
ever, a relatively high exposure level is required to reduce the
level of noise in the measurement.
3.2.3. Noise assessment (noise transfer)
The 1D NNPS is required by the DQE calculation and gives
information about the noise response of the detector. For brevity’s
sake, only the NNPS curves at 28 kV for both HFW and LFWmodes
are shown (Fig. 5). The NNPS data in the HFW mode are
represented with markers only, while the respective in the LFW
mode are shown with dashed lines plus markers. It can be seen
that NNPS values depend on exposure and decrease with Ka. This
happens due to the larger increase in the signal compared to the
increase in noise, and results in increased DQE values as a
function of exposure. We can see that for a given Ka level
(22.6 mGy) the NNPS values are similar in both modes. As
speciﬁed in the IEC standard, since the 1D NNPS were calculated
from more than four million independent pixels, an accuracy of at
least 5% is obtained.
3.2.4. DQE (SNR2 transfer)
Fig. 6 illustrates the DQE as a function of spatial frequency at
28 kV. The DQE(0.5) values range from 0.65 to 0.69 in the HFW
mode and from 0.66 to 0.66 in the LFW mode, respectively. The
maximum Ka levels for both full well modes were selected to
avoid saturation of the photodiode, as this would result in
artiﬁcially high DQE values due to a decrease in the measured
r.m.s. noise compared to the mean signal (see Fig. 2). There were
no signiﬁcant differences between the DQE values along the
horizontal and vertical axis of the detector. The DQE curves have
comparable shapes for all exposure levels evaluated, as the
frequency composition of the DQE does not depend on the
exposure [56].
A review of the literature indicates that this detector compares
well with other ﬂat panel detectors as demonstrated by the main
parameters summarized in Table 4 [62–65]. All characterization
Table 4
Comparison of physical parameters of different mammographic systems.
System FUJIFILM
[62]
Sectra [63] Fischer [64] General electric [64] Hologic [65] Dexela
AMULET MicroDose Senoscan Senographe 2000D Lorad Selenia 2923
Detector technology Direct ﬂat
panel
Direct photon
counting
CCD Indirect ﬂat panel Direct ﬂat panel CMOS APS
Scintillator/semiconductor material a-Se Crystalline Si wafer CsI CsI:Tl a-Se CsI:Tl
Radiation quality W/Rh (28 kV) W/Al (28 kV) W/Al (28 kV) Mo/Mo
(28 kV)—RQA-M 2
Mo/Mo
(28 kV)—RQA-M 2
W/Al (28 kV)
pMTF (50%) (x; y direction) 4.4 6.2; 3.3 5.5 4 5.8 3.3
DQE peak (x; y direction) at average
exposure level
0.75at
103 mGy
0.63; 0.61 at
113 mGy
0.24 at
131 mGy
0.53 at 131 mGy 0.59 at 92.5 mGy 0.68 (HFW) at
111 mGy
Fig. 5. 1D NNPS at different values of Ka at 28 kV for both full well modes.
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However, there are some differences in the beam quality (anode/
ﬁltration combination and energy used), experimental conditions,
type and thickness of the detecting material (scintillator or
semiconducting material) and data processing which may affect
the results. In order to eliminate these differences, the perfor-
mance of the CMOS X-ray detector under investigation has been
constantly compared to W/Al or W/Rh combinations at 28 kV,
which are broadly used in mammography, with the exception of
GE Senographe 200D and Hologic Lorad Selenia systems (Mo/Mo
at 28 kV). To the best of our knowledge, no one has characterized
these detectors using W/Al combination for mammographic
conditions yet.
Table 4 shows that the spatial resolution of the investigated
CMOS X-ray detector is slightly lower compared to the other
systems. However, it has high DQE value at 0.5 lp/mm. According
to Saunders et al. 2009 [66], a small reduction in spatial resolution
has moderate impact on the system’s diagnostic performance. On
the other hand, increased quantum noise substantially limits the
detectability of ﬁne-details such as microcalciﬁcations as well as
the discrimination between benign and malignant masses. The
performance of the system is therefore effectively described by
means of the contrast-detail resolution, which at a given dose is
driven by the DQE, as systems with higher DQE will reach the
same contrast-detail resolution at a lower dose [67]. Figs. 4 and 6indicate that the studied detector can detect ﬁne-details down to
150 mm without aliasing. The limit of microcalciﬁcations detect-
ability in overview (unmagniﬁed) digital mammographic systems
is still considered to be 130 mm [68]. Hence, there are no promi-
nent limitations to the use of this detector in Mammography.
Fig. 7 presents the DQE as a function of spatial frequency for
RQA3 and RQA5 beam qualities. The DQE(0.5) values for the ﬁrst
beam quality range from 0.58 to 0.71 (over the considered
exposure range) in the HFW mode and from 0.53 to 0.70 in the
LFW mode, respectively. Concerning the RQA5 beam quality, the
DQE(0.5) values range from 0.69 to 0.75 in the HFW mode. In this
case we have deliberately introduced two much lower exposure
levels to explore a region of the sensor where electronic noise
dominates and therefore the detector is not quantum limited.
However, as it can be seen from all other exposure levels, the
sensor quickly reaches quantum limited behavior for exposure
levels commonly used.
Table 5 provides a list of performance characteristics for six
general radiography systems [69]. Compared to other systems,
the investigated detector shows comparable spatial resolution
and high DQE. These results indicate high potential for use under
general radiography conditions.4. Conclusions
The purpose of this study was to perform a complete evalua-
tion of the electro-optical and X-ray performance of a CMOS X-ray
detector ﬂexibly designed for mammography, breast tomosynth-
esis and general radiography applications. For the electro-optical
characterization, the MV analysis was used to measure the
performance parameters. The results quantiﬁed the trade-off
between electronic noise and dynamic range that the capability
to switch between two different full well modes offers. For the
X-ray characterization, the following parameters were extracted:
X-ray sensitivity, pMTF, NPS and DQE. The detector was optically
coupled to two structured CsI:Tl scintillators of different thick-
ness and evaluated under mammographic and general radio-
graphy conditions, respectively. The HFW mode DQE values
from this study were compared to those of other mammographic
systems, obtained under similar experimental conditions. The
results showed that the detector meets the requirements for
mammographic examinations. The study was also extended to
general radiography conditions under RQA3 and RQA5 beam
qualities. The HFW DQE values with the RQA5 beam were
compared to those of other general radiography systems,
obtained under the same beam quality. The comparison showed
that, upon coupling with the appropriate scintillator, the detector
demonstrates high performance levels also at higher energies.
Fig. 7. DQE at 50 kV (RQA3) in (a) HFW and (b) LFW modes and at (c) 70 kV (RQA5) in HFW mode.
Table 5
Comparison of physical parameters of different systems used in general radiography.
System Delft [68] GE [68] Hologic [68] SwissRay [68] Trixell [68] Dexela
ThoraScan Revolution DirectRay dOd Pixium4600 2923
Detector Technology CCD Indirect ﬂat panel Direct ﬂat panel CCD Indirect ﬂat panel CMOS APS
Scintillator/semiconductor material CsI:Tl CsI a-Se CsI:Tl CsI:Tl CsI:Tl
Beam quality RQA5 (70 kV) RQA5 (70 kV) RQA5 (70 kV) RQA5 (70 kV) RQA5 (70 kV) RQA5 (70 kV)
pMTF (50%) 1.3 1.4 4.2 1.4 1.4 1.2
DQE peak at speciﬁc Ka level 0.43 at 4 mGy 0.61 at 4 mGy 0.39 at 4 mGy 0.39 at 4 mGy 0.63 at 4 mGy 0.74 (HFW) at 4.1 mGy
Fig. 6. DQE at 28 kV in (a) HFW and (b) LFW modes.
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